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Acrobat™ Versa  
Rotational Axis Adapter 
INSTRUCTIONS • #003-407

The Rotational Axis Adapter 
is ONLY REQUIRED when 
the Acrobat™ stand is 
positioned to the side of 
the workspace. See FIG. 
1.3 and 1.4 for setups that 
require this adapter.
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2. INSTALLATION FOR LEFT/RIGHT MOTION WITHOUT TILT 
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1. ABOUT THE ADAPTER 
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NOTE: Always support 
the microscope head 

during installation.
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3. INSTALLATION FOR LEFT/RIGHT MOTION WITH TILT 
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2. INSTALLATION FOR LEFT/RIGHT MOTION WITHOUT TILT (CONTINUED) 

NOTE: Always support 
the microscope head 

during installation.


